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ABSTRACT 
Ultrafast optical spectrum monitoring is one of the most challenging tasks in observing ultrafast phenomena, such as the 
spectroscopy, dynamic observation of the laser cavity, and spectral encoded imaging systems. However, conventional 
method such as optical spectrum analyzer (OSA) spatially disperses the spectrum, but the space-to-time mapping is 
realized by mechanical rotation of a grating, so are incapable of operating at high speed. Besides the spatial dispersion, 
temporal dispersion provided by dispersive fiber can also stretches the spectrum in time domain in an ultrafast manner, 
but is primarily confined in measuring short pulses. In view of these constraints, here we present a real-time spectrum 
analyzer called parametric spectro-temporal analyzer (PASTA), which is based on the time-lens focusing mechanism. It 
achieves a 100-MHz frame rate and can measure arbitrary waveforms. For the first time, we observe the dynamic 
spectrum of an ultrafast swept-source: Fourier domain mode-locked (FDML) laser, and the spectrum evolution of a laser 
cavity during its stabilizing process. In addition to the basic single-lens structure, the multi-lens configurations (e.g. 
telescope or wide-angle scope) will provide a versatile operating condition, which can zoom in to achieve 0.05-nm 
resolution and zoom out to achieve 10-nm observation range, namely 17 times zoom in/out ratio. In view of the goal of 
achieving spectrum analysis with fine accuracy, PASTA provides a promising path to study the real-time spectrum of 
some dynamic phenomena and non-repetitive events, with orders of magnitude enhancement in the frame rate over 
conventional OSAs. 
Keywords: Space-time duality, spectroscopy, nonlinear fiber optics, and ultrafast imaging. 
1. INTRODUCTION 
The real-time optical spectrum observation is essential in the field of measurement, especially because optical spectrum 
acts as an information carrier of many dynamic chemical or physical phenomena, and the development of high-speed 
swept-sources [1]. Especially the measurement of some non-repetitive events, such as the state evolution of a laser cavity 
[2], and dynamic chemical or physical systems [3], whose spectral evolution usually occur in the time scale of 
nanosecond or microsecond. However, most state-of-art optical spectrum analyzers (OSAs) can only operate well below 
10-MHz frame rate [4]. For example, OSA based on the Czerny-Turner monochromator can achieve fine resolution and 
high sensitivity across a wide wavelength range, but is relatively slow for real-time applications, due to its mechanical 
scanning process [5]. Replacing this mechanical-scanning monochromator by a charge-coupled device (CCD) sensor 
enables faster operation (usually less than 1 kHz, but up to 1 MHz is feasible), but significantly compromises its 
accuracy by removing the exit slit [6]. Therefore, these methods based on spatial spreading of the spectrum can hardly be 
applied for real-time optical spectrum observation. 
Recently, another method called amplified dispersive Fourier transformation (ADFT) was widely applied in many 
ultrafast spectroscopy or imaging systems [7,8]. Earlier work on real-time Fourier transformation has been demonstrated 
by Tong [9], Bhushan [10] and Azana [11] where group-velocity dispersion (GVD) directly stretched spectra in the time 
domain. After wavelength-to-time mapping, the spectrum can be captured by a single-pixel detector and a real-time 
oscilloscope. Its first demonstration in applying DFT spectroscopy [12] was not as practical until the introduction of 
optical amplification as in ADFT [13]. Therefore, ADFT method can largely improve the spectral resolving frame rate, 
but two constraints still exist in practice. First, only the spectrum of the short pulses can be measured. In particular, it 
usually operates in a passive manner, by launching a known wideband source into the ADFT to distinguish the 
absorption spectra, such as gaseous compounds [14]. Second, the pulse stretching is essentially an energy diverging 
process that inevitably degrades the detection sensitivity, although Raman amplifier is incorporated to compensate the 
loss along the dispersive fiber [8]. 
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To overcome the aforementioned constraints, here we try to explore the possibility of using time-lens system to 
achieve the all-optical wavelength-to-time mapping [15]. Because one of the most remarkable and useful properties of a 
spatially converging lens system is its inherent ability to perform the Fourier transform at its focal plane, it is the same 
for the time-lens system. According to the Fourier optics, a two-focal-length (2f) configuration in the space-lens system 
performs the Fourier transformation between space and spatial frequency. Similarly, the time-lens counterpart can also 
achieve the transformation between time and frequency (wavelength), based on the space-time duality [16]. As a result, 
this time and wavelength conversion has two directions; previously the time-to-wavelength regime has been applied in a 
high resolution temporal oscilloscope, which resolved the original temporal pulse shape on the spectrometer [17]. On the 
contrary, the wavelength-to-time regime can be applied for the ultrafast spectrum observation [18], and our work here is 
essentially developed from this concept. 
Time-lens can be implemented by several methods, which can be primarily classified into two categories: quadratic 
signal onto an electro-optic phase modulator [19], or a parametric mixer with linear swept pump [20,21]. Although it is 
straightforward to implement by an electro-optic phase modulator, owing to the limited phase shift range, it can hardly 
achieve large swept range over a long time span, and is usually operated with higher modulation bandwidth (5 GHz or 
above) [18,22]. If the observation window is wider (~ns), the parametric mixer configuration with larger temporal 
aperture and better effective duty ratio is more appropriate, since the chirped temporal range and swept rate can be easily 
adjusted by the dispersive fiber. The parametric mixer can be easily performed by a fiber-based χ(3) system; the newly-
generated idler will be imparted with twice the chirped range of the swept pump [23]. Based on this parametric time-lens, 
we presented a real-time spectrum analyzer based on time-lens focusing mechanism, called parametric spectro-temporal 
analyzer (PASTA), with 100-MHz frame rate and 0.03-nm spectral resolution over 5-nm wavelength range [24]. For an 
arbitrary waveform within the time-lens effective range, the PASTA can capture its spectrum without dedicate 
synchronization, and revert the energy diverging process, thereby the detection sensitivity would be greatly enhanced. 
However, this single-lens configuration is not flexible in terms of the observation range, and the wavelength-to-time 
mapping relation is completely determined by the dispersion value, which is not easy to adjust for a given spool of fiber. 
If multiple lenses are included in the PASTA configuration, like the telescope or wide-angle scope structure, it is 
possible to obtain a sharper spectral resolution or a wider wavelength range in various applications, under the same 
output dispersion [25]. Applying this idea to the single-lens PASTA, we successfully improve the resolution from 0.02 
nm to 0.005 nm, though the observation range is narrowed as well. Alternatively, when we configure this pair of time-
lenses as a wide-angle scope, which can zoom out the spectrum under test, the wide-angle PASTA expands the 
observation range from 5 nm to 10 nm. In all these cases, we verify that the PASTA is particularly suitable for observing 
non-repetitive spectra or even unstable spectra by its dynamic process, without the need for any post-processing or 
synchronization. This versatile approach opens a new horizon for ultrafast optical spectrum monitoring, as well as 
ultrafast bio-imaging applications. 
Proc. of SPIE Vol. 9008  90080K-2
Downloaded From: http://proceedings.spiedigitallibrary.org/ on 10/14/2014 Terms of Use: http://spiedl.org/terms
Time
AA
L
OSA (7'/
accumulated
over time
-/ -Wavelength
[,PASTA,
22
- - Df 8gc
Time-lens
Time
AA
Wavelength
Wavelength
22
= - D
° 4irc
Output dispersion (DCF)
TJ
Time
Time
d
3 ns
Swept
pump
Time-lens
e
FWM 1
DCF 5 ps
FWM 2
FWM 2
_Er
FWM 1
CW
pump
-C>)
Idler
Wavelength \
Idler
Wavelength
2. PRINCIPLE AND IMPLEMENTATION 
 
Figure 1. Principle of the PASTA. An ultrafast spectrum analyzer is implemented using the time-lens focusing 
mechanism. a, Conventional OSA vs. PASTA: OSA basically obtains the time-accumulated spectrum of that from 
PASTA. b, PASTA performs the wavelength-to-time transformation by a time-lens and matched output dispersion. 
c, Ray diagram16 shows the time-lens focusing mechanism. d, Time-lens is implemented by two stages of FWM. 
Short pulse passing through a dispersive fiber generates the swept-pump in the first-stage FWM, and the newly 
generated idler coupled together with a CW pump into the second-stage FWM. e, The spectral relation along the 
two stages of FWM. 
There is an optical field with dynamic arbitrary spectrum evolution along the time axis as shown in Fig. 1a. In order to 
fully resolve it, according to the Nyquist-Shannon sampling theorem, the spectral sampling frame rate should be twice of 
the evolution bandwidth. Based on the conventional OSA measurement, the 5-Hz sampling rate will intertwine the 
dynamic evolution by a 2.5-Hz low pass filter in the time domain. When this optical field is launched into an PASTA 
that samples the spectrum in 10-ns intervals (100-MHz frame rate), these spectral components can be retrieved and lined 
up sequentially (Fig. 1a). Here, the wavelength-to-time transformation of the PASTA system is essentially a time-lens 
focusing mechanism, based on the space-time duality [16] as shown in Fig. 1b and c. The time-lens introduces a 
quadratic phase shift or a linear frequency shift to the input signal in the time domain. At the focal plane of the time-lens, 
the linear frequency shift across the time-lens range can be compressed into a single temporal point [19,20]. Therefore, 
every single wavelength (parallel light beam with certain angle as shown in Fig. 1c) can be located on the one and only 
one position on the output time axis. To separate two closer spectral points (shown as the small angle or wavelength 
difference in Fig. 1c), larger dispersion is required. There are two stages of four-wave mixing (FWM) involved in the 
time-lens implementation (Fig. 1d). The first-stage FWM is a parametric mixer with chirped pump, originated from a 
pump pulse with pulse width of 5 ps. The pump dispersion (–4 ns/nm) is provided by the dispersion-compensating fiber 
(DCF); while the second-stage FWM is a phase conjugator (or spectral mirror), it can reverse the chirped rate of the idler. 
If we directly focus the filtered idler after the first-stage FWM, the required output dispersion should be opposite to the 
pump dispersion, such as that single-mode fiber (SMF) is required [26]. However, it is noticed that DCF has much larger 
dispersion-to-loss ratio than standard SMF-28, which means SMF will provide the same amount of dispersion with larger 
insertion loss, and it is quite harmful in the case where large dispersion (2 ns/nm) is required. With the second-stage 
FWM, the same DCFs can be utilized to chirp the pump and provide the output dispersion, so as to improve the detection 
sensitivity, and achieve better dispersion compensation or pulse compression [27]. 
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Figure 2. Stationary characterization of PASTA. a, Eye diagram of the PASTA spectrum obtained from a single 
CW laser. b, Histogram of the peak power fluctuation of 900 consecutive pulses. c, Four CW sources were 
approximately separated by 1 nm, and their spectra captured by a conventional OSA (red dash-dotted line) and the 
PASTA (black solid line). d & e, The spectra of the two stages of FWM, with (red) and without (black) the pump. 
Inset: temporal shape of the chirped pump. 
A single continuous-wave (CW) source was first tested by PASTA, and its linewidth was less than 25 MHz. Ideally, 
PASTA can compress the CW source into the initial pump pulse width (5 ps). However, considering the higher-order 
dispersion and limited acquisition bandwidth (16 GHz), the sharpest electrical pulse width that can be captured was 40 ps, 
which is shown as the eye diagram in Fig. 2a. The wavelength-to-time mapping relation was mainly determined by the 
output dispersion, which was –2 ns/nm (precisely –1.977 ns/nm), thus the single-shot wavelength resolution was 
calculated to be 0.02 nm. Besides, observing from Fig. 2a, the timing jitter was measured to be 20 ps, which degraded 
the resolution by another 0.01 nm. Therefore, the overall system resolution was 0.03 nm. The variation of peak power 
reflected the source stability, However, it will be degraded by the conversion efficiency of PASTA, since two stages of 
FWM were involved (Fig. 2b). The wavelength range of PASTA was determined by the repetition rate and the 
wavelength conversion bandwidth. Under 100-MHz frame rate, each period will be 10-ns span; divided by the 
wavelength-to-time relation (~2 ns/nm), the non-overlapping wavelength range could be 5 nm (from 1541 nm to 1546 
nm). It was tested with four 1-nm spaced wavelengths, and the single-shot result is shown in Fig. 2c (black solid line), 
while the 10-ns time span corresponds to the 5-nm wavelength range. As a comparison, the same signal was measured by 
an OSA (Agilent 86142B) with a resolution of 0.06 nm (red dash-dotted line). These two measurements were in good 
agreement and the PASTA trace manifested better resolution (0.03 nm). The spectra of the two stages of FWM are 
shown in Fig. 2d and e, which also matched well with the spectral relation in Fig. 1e. 
3. RESULTS AND DISCUSSIONS 
Compared with direct dispersive stretching (e.g. ADFT), PASTA greatly relaxes the input conditions, from a short pulse 
(~ps or ~fs) to an arbitrary waveform within ~ns temporal aperture. If the signal under test was a short pulse, although it 
cannot experience the focusing feature, the frequency shift at different temporal points will compensate the timing-jitter 
at the focal plane. In other words, no synchronization was required for the PASTA system, and time-shifting the position 
of the short pulse across the observation window will not affect the output spectrum. While for the longer input pulse (>1 
ns), any waveform can be focused by the time-lens, and the inherent energy converging process contributes to its better 
detection sensitivity than ADFT as shown in Table 1. In general, the dynamic range of PASTA detection is limited by 
the amplified spontaneous emission (ASE) noise (lower power bound) and the gain saturation in the FWM conversions 
(upper power bound). These constraints limit the detection range from 1 μW (–30 dBm) to 1 mW, which correspond to a 
dynamic range of 1000 in our configuration. In addition to the detection sensitivity, since FWM is a polarization-
sensitive process, the state-of-polarization (SOP) of the signal would also affect the conversion efficiency, which can be 
resolved by some polarization-diversity technique. 
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3.1 Fourier domain mode-locked (FDML) laser 
As a demonstration of the ultrafast optical spectrum monitoring capability of the PASTA, it was employed to capture the 
dynamic spectrum of a fast swept-source, a Fourier domain mode-locked (FDML) laser, which had been widely 
employed in swept-source optical coherence tomography (SS-OCT) imaging modality [1]. The detection depth of SS-
OCT is determined by the linewidth of the FDML source, which is usually measured by the roll-off method but is merely 
the averaged time-integrated linewidth. Another fast optical shutter based measurement can also analyze the linewidth at 
a certain point across the swept range, but it is still limited by the swept rate of OSA. Here, the PASTA observed the 
real-time spectrum of such kind of FDML source, for the first time to the best of our knowledge. The FDML laser was 
constructed from a long fiber ring cavity (5-km SMF), a semiconductor optical amplifier (SOA), and a fiber Fabry-Perot 
tunable bandpass filter (FFP-TF). A 50-nm swept range centered at 1550 nm was demonstrated with 40-kHz effective 
swept rate. The wavelength band from 1541 nm to 1546 nm was filtered out, and evolution of the spectrum was obtained 
by the PASTA (Fig. 3a). Figure 3b shows the top view of the measured FDML spectra; the wavelength range of PASTA 
confined the observable swept bandwidth. Nevertheless, the observed sweeping within this range was essentially linear 
and the swept rate was 6.25 nm/μs, corresponding to the FFP-TF swept rate. To investigate the linewidth improvement 
by the mode-locking process, we compared the FDML laser with another swept ASE source, which was generated with a 
wide band ASE source passing through the FFP-TF under the same driving signal. The results are shown that the 
linewidth was degraded from 0.08 nm to 0.25 nm. It verified that the mode-locking process enables FDML to achieve 
narrower linewidth and better SNR. 
 
3.2 Laser Cavity Dynamics 
To further demonstrate the PASTA’s capability, we observed the spectrum evolution of a laser cavity during its 
stabilizing process. Here we set up a CW laser ring cavity, with a SOA as the gain medium, as illustrated in Fig. 3c. 
Generally speaking, this CW laser cavity takes less than 1 ms to reach the steady state [2]. To observe this non-repetitive 
process, it is required to actively control the starting point; therefore, an amplitude modulator (AM) was inserted as an 
optical shutter, or Q-switch of the cavity, with a passing time span of 1.25 ms. Since the cavity is around 10-m long, 
mode spacing is quite small, and multiple modes oscillating at the same time easily destabilize the output. The real-time 
intensity dynamics can be directly observed by a real-time oscilloscope; it took around 500 μs to reach the steady state. 
However, within such a short time span, it is hard to resolve the spectrum based on conventional instruments. Here, the 
PASTA, for the first time, observed the spectral evolution when the laser is reaching its steady state, as shown in Fig. 3d. 
To maintain the sampling rate of 80 GSa/s, the maximum observation span that can be captured by the real-time 
oscilloscope (Agilent DSO-X 91604A, 16-GHz bandwidth) is 256 μs, limited by its built-in 20.5-Mpts memory depth. 
Considering that Agilent provides the maximum memory depth of 2.1-Gpts, the observation span of PASTA can cover 
up to 26.25 ms. 
 
Figure 3. a. Schematic setup of the FDML swept-source. b, Sequence of the FDML spectra movie frames acquired 
in a continuously sampling PASTA. c. Schematic setup of the laser cavity d, Temporal intensity trace of the 
spectrum evolution of a laser cavity during its stabilization process. 
Proc. of SPIE Vol. 9008  90080K-5
Downloaded From: http://proceedings.spiedigitallibrary.org/ on 10/14/2014 Terms of Use: http://spiedl.org/terms
i(a)
PW: 83 ps
TJ: 400 ps
(c)
TJ: 20 ps
(e)
PW: 50 ps
TJ: 20 ps
500
500
500
1
'; 1.0
cC
0.5- i
i
F- 0.0
Wavelength (nm)
1541.3 1541.2 1541.1 1541.0 1540.9 1540.8
(b) Telescop,
,1
e
ì
0.1 nmPASTA - - - OSA _ 1.0
1546
1.0-
m
0.5-
U
co
It 0.0
-4 -2 0
' ' + -0.5
0.0
2 4 (ns)
1545 1544 1543 1542 (nm)
(d) Single -Igns PASTA - -- OSA .1.0
- 0.5
0.0
-4 -2 0 2 4 (ns)
1548 1546 1544 1542 1540 (nm)
- -- OSA .1.01.0- (f)
cti
0.5-
I- O. U - _ . -^. ^h^- .^°'(9N^- r-- M ---w ---
-4 -2 0 2
Time (ns)
Wide -angle PASTA
I
k
-1.9nm
- 0.5
0.0
3.3 Telescope and wide-angle PASTA 
 
Figure 4. Characterization of different PASTA configurations: the eye diagram with single CW source, and the 
single-shot trace with 4 approximately equally-spaced CW sources. a & b, Telescope PASTA, 0.1 nm spacing. 
Large timing jitter can be removed by a suitable triggering mechanism, e.g. including a reference CW source. c & 
d, Single-lens PASTA, 1 nm spacing. e & f, Wide-angle PASTA, 1.9 nm spacing. PW: pulsewidth, TJ: Timing 
jitter. 
To observe the multi-wavelength response of these PASTA configurations, under different zoom in/out ratio, four 
approximately equally-spaced CW sources were launched into the PASTAs with different separations. First, in the case 
of the telescope PASTA, four CW sources were roughly spaced by 0.1 nm (black solid line in Fig. 4b), and it achieved 
much sharper spectral resolution (0.005 nm) than a conventional OSA (Agilent 86142B, 0.06 nm, the red dash-dotted 
line). Since the observation range of the single-lens PASTA was 5 nm, the wavelength spacing was increased to 1 nm as 
shown in Fig. 4d. Similarly, the wavelength spacing was increased to 1.9 nm for the wide-angle PASTA, as shown in Fig. 
4f. These two configurations also show better resolution compared to the OSA. Moreover, the single-lens PASTA has a 
uniform intensity envelope (Fig. 4d), compared to the telescope/wide-angle PASTA. The intensity envelope over the 
observation wavelength range was determined by the pupil size of the second-stage time-lens (or FWM). For the single-
lens PASTA, the second-stage FWM was pumped by a CW source, so the pupil size covered the whole period, and 
achieved uniform conversion efficiency. On the contrary to the case of telescope PASTA, the duty ratio of the second-
stage time-lens is only 5% (500 ps over a 10-ns period), and the wavelength detuned from the central wavelength will 
have a low conversion efficiency. It is the same for the wide-angle PASTA case, where the light after the first time-lens 
will diverge, and become larger than the pupil size of the second time-lens (2 ns). 
4. CONCLUSION 
In conclusion, we proposed and demonstrated a versatile PASTA for ultrafast optical performance monitoring in the time 
domain, by analogy with some spatial imaging systems. PASTA achieves the frame rate of 100 MHz based on the time-
lens focusing mechanism. For the single-lens PASTA with 2-ns/nm focal dispersion, it has achieved a spectral resolution 
of 0.03 nm within a 5-nm wavelength range. Arbitrary waveform (long pulse or short pulse) within the observation 
window can be measured without synchronization, and much wider input condition is achieved. Owing to the inherent 
energy converging feature, it has achieved detection sensitivity as low as -30 dBm (1 μW), as well as over 1000 for 
dynamic range. In order to verify its ultrafast performance, we have used the PASTA to measure the dynamic spectrum 
of a FDML swept-source, and a laser cavity during its stabilization process. Moreover, to make its observation range 
more flexible, the analogy with the telescope and the wide-angle scope makes the multi-lens PASTA system versatile for 
observing different wavelength ranges. We were able to perform these real-time spectrum analyses for the first time, and 
we therefore expect that PASTA will find numerous applications in areas where rapid spectral acquisition is essential. 
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